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Abstract
We built and commissioned a new type of Compton polarimeter to measure the
electron beam polarization at the Thomas Jeerson National Accelerator Facility
(Virginia, USA). The heart of this polarimeter is a High Finesse monolithic Fabry-
Perot cavity. Its purpose is to amplify a primary 300 mW laser beam in order
to improve the signal to noise ratio of the polarimeter. It is the rst time that a













High Finesse Fabry-Perot cavity is enclosed in the vacuum of a particle accelerator
to monitor the beam polarization by Compton polarimetry. The measured Finesse
and amplication gain of the cavity are F = 26000 and G = 7300. The electron
beam crosses this high power photon source at an angle of 23 mrad in the middle of
the cavity where the photon beam power density is estimated to be 0:85 MW/cm
2
.
We have used this facility during the HAPPEX experiment (April-July 1999) and
we give a preliminary measurement of Compton scattering asymmetry.
1 Introduction
A large fraction of the physics program at Jeerson Lab [1] uses polarized
electrons of energy between 1 and 6 GeV at beam currents up to 100 A.
These experiments require a measurement of the electron beam polarization
with an accuracy better than 3% and monitoring its ime-dependent variations.
This can be achieved by using Compton scattering polarimetry which has been
used elsewhere either at a higher current [2] or at a higher energy [3],[4]. This
non-destructive method utilizes the detection of photons produced in Comp-
ton scattering of the electron beam o an intense circularly polarized photon
beam.
For the experimental conditions of JLab, we designed a Compton polarimeter
which uses a high Finesse Fabry-Perot cavity as a high-power photon source
[5]. In this paper, we report on the installation and commissioning of this
polarimeter to measure the polarization of the electron beam delivered to ex-
perimental Hall A at JLab for the HAPPEX experiment [6],[7]. This is the rst
Fabry-Perot cavity coupled to the beam pipe of an electron accelerator and
used in a polarimeter to measure and monitor the polarization of an electron
beam used for nuclear physics experiments.
The Compton scattering cross section has spin-dependent terms which results
in an asymmetry A
exp
in the rate of back-scattered photons. Measuring A
exp
and the photon-beam polarization P

, and knowing the longitudinal theoret-
ical cross-section asymmetry A
l
, the electron-beam longitudinal polarization
P
e









We rst describe the experimental set-up with a focus on the optical cavity. We
then present the measured performance of the photon source and evidence of
the Compton scattering signal. Finally, we give a preliminary analysis of data
taken during the HAPPEX experiment at a beam energy of E=3.355 GeV and
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2 The JLab Hall A Compton Polarimeter
The polarimeter is described in gure 1. It was designed for the experimental
Hall A at JLab and it can be operated for electron beam energies up to 8
GeV. The primary photon beam is delivered by a 300mW Continuous Wave
Nd:Yag laser of energy k = 1:165 eV (=1064 nm). For this photon energy
and an electron energy of 4 GeV, the back-scattered photons of energy greater
than 40 MeV are emitted in a 350 rad cone around the electron beam. We
thus designed a 4-dipole magnetic chicane which deects the electron beam
and seperates it from the back-scattered photons to be detected. Polarized
electrons scatter o circularly polarized photons stored and amplied in the
Fabry-Perot cavity which is enclosed in the lower beam pipe of the chicane,
between the second and third dipoles. The crossing point, called the Compton
Interaction Point (CIP), is thus located at the middle of the cavity.
The photon beam system is set on a vibration-isolated honeycomb table below
the CIP and called the optics table. It is controlled and commanded from the
Hall A counting room via the EPICS control system [8]. The photon beam
system consists of :
 the optical setup which deals with transport, focusing and polarization shap-
ing and measurement of the primary photon beam,
 the Fabry-Perot cavity mechanics and optics,
 the opto-electronics system which locks the power build-up process for am-
plication.
The rate of back-scattered photons is measured in a PbWO
4
calorimeter. The
electron beam helicity is reversed every 33 ms and the data acquisition system
attributes the electron and photon beam parameters associated with each
electron polarization state in order to compute the experimental asymmetry
o-line. We also have the possibility to reverse the photon helicity in order
to lower systematic errors. A silicon microstrip detector is currently being
commissioned to measure the momentum of scattered electrons.
The output photon beam polarization P
out

is measured at the exit of the
optical cavity. This measurement is used to determine the polarization P

of
the amplied photon beam at the CIP.
This section is devoted to the magnetic chicane, the photon detector and the
data acquisition system. The photon beam system is the subject of the next
section.
3
2.1 The magnetic chicane and the associated vacuum system
The magnetic chicane consists of 4 identical dipoles (gure 2 and gure 2)
which are controlled in series to return the electron beam to the Hall A ex-
periment without altering its direction, energy and polarization. The vertical
displacement of the electron beam in the central lower beam line can be varied
to get and optimize the crossing of the electron and photon beams. This is
achieved by slightly adjusting the eld of the dipoles. The position of the beam
is measured with downstream and upstream Beam Position Monitors (BPM).
The background level is monitored with 4 Beam Diagnostics, each consisting
of 4 scintillators read by PMTs.
Every part of the polarimeter beam line was optimized to ensure a low pressure
and clean vacuum at the CIP. Cleanliness is required to keep the cavity mirrors
free of any pollution which would lower the cavity build-up gain and therefore
the Compton scattering luminosity.
Low pressure is needed to reduce as much as possible the Bremsstrahlung
radiation seen by the photon detector. Because of the higher pressure in the
beam pipe downstream of the polarimeter ( 10
 7
Torr), we use seven ionic
pumps for an overall pumping capacity of 480 l/s. In order to minimize gas
desorption, most components in contact with vacuum are stainless steel baked
at 1000
o
C during the manufacturing process. We also heat the chicane beam
pipe at 180
o
C for several hours after every vacuum break. A 10
 8
Torr vacuum
was thus obtained in the optical cavity.
2.2 Detection and acquistion of Compton scattering events
The scattered photons are detected and their energy is measured in a photon
calorimeter made of 5x5 PbWO
4
scintillators. Each crystal is 20x20x230 mm
3
and is read out at one side by a Philips XP1911 photomultiplier tube. The
crystals are enclosed in a 16
o
C temperature controlled box because of the
light yield sensitivity to temperature (2%/
o
C).
Lead tungstate crystal was chosen for its high density (8.28 g/cm
3
), small
Moliere radius (2.19 cm), fast response (62% of the charge in 100 ns) and
good radiation hardness. The calorimeter is thus compact with a minimum











on the tagged photon beam line at the MAMI facility [9].
The data acquisition system of the Compton polarimeter was designed to col-
lect the photon calorimeter signals at the expected 100 kHz rate with a dead
time of less than 10%.
After amplication, the photomultipliers signals are used to generate a trigger
4
for the photon acquisition system, and these signals are integrated and mea-
sured by 10 fast ADC cards. To reach the desired counting rate, these ADCs
are buered and read out in blocks (10MB/s maximum data ux on VME
bus). These values are then attributed to each electron beam polarization
pulse (30.3 Hz rate), and some calculations, such as back-scattered photon
energy histogramming, are processed on-line by two dierent PowerPC CPUs.
In parallel, the electron and photon beam parameters are monitored at a fre-
quency up to 600 Hz and attributed to each polarization pulse. These data
are then stored in the same le on a Sun workstation.
3 The photon beam and its amplication by the High Finesse
Fabry-Perot cavity
The laser and all the optical components are aligned on three dierent bread-
boards for ease of maintenance procedures. These breadboards are mounted
on the optics table (gure 3) which also supports the lower central beam pipe
containing the optical cavity and the vacuum pumps and gauges. The control-
command schematics of the system and the optical setup are shown in gures 4
and 5.
We chose a monolithic design for the Fabry-Perot cavity. The following con-
ditions are required to get and maintain the maximum power build-up :
 the stability parameter g must satisfy  1  g = 1 
L
R
 1 where L is the
cavity length and R is the radius of curvature of the mirrors,
 the two mirrors must be accurately aligned and oriented with respect to
each other to avoid diraction losses,
 the primary laser beam must be accurately injected into the cavity with the
correct orientation and shape,
 the frequency of the primary laser has to be locked on a resonant frequency
of the cavity.
For a monolithic cavity, the Pound-Drever locking technique [10] is well suited
to mode-lock the laser frequency on a resonant frequency of the cavity. A rst
prototype of a low Finesse Fabry-Perot cavity (F = 1700) has been described
in our previous paper [11]. This prototype was mainly used to design and test
an ecient and robust electronics for the Servo-loop control used for mode-
locking [12]. The JLab Compton polarimeter uses the same primary laser
(Lightwave
2
series 126) and the same opto-electronics mode-locking system
which was improved to cope with the narrower bandwidth of the High Finesse
cavity and the accelerator environment.
2
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3.1 The High Finesse monolithic Fabry-Perot cavity
3.1.1 Description
To maximize the luminosity of Compton scattering, the photon beam size at
the CIP has to be close to but greater than the electron Gaussian beam radius
which is estimated around 
e
 70 m. This is achieved by mode-locking the
Fabry-Perot cavity on its fundamental mode which generates an amplied
circular Gaussian beam whose smallest transverse dimension, called the waist,




















We chose to build a cavity of g =  0:7 with R = 0:5 m and L = 0:85 m
whose waist radius is therefore 
;0
= 123 m. This was a compromise be-
tween stability, ease of mode-locking, diraction losses and mechanical setting




, are made of dielec-







) amorphous deposits on a super polished 10 mm
diameter silica substrate. They were designed to have a transmittance of
137 ppm at  = 1064 nm. We made and characterized 11 mirrors at the
IN2P3/IPNL/SMA. We used the Double Ion beam Sputtering technique (or
DIBS) to deposit the layers and we measured them in a class 1 clean room
just after their fabrication. These mirrors have an average transmittance
T = 121 5 ppm, an average diusionD = 6 2 ppm and an average absorp-
tion A < 2 ppm. The two mirrors of the cavity are selected to have similar
properties and we will assume they have the same transmittance T and the
same total losses A+D.
For a monolithic Fabry-Perot cavity the two high-reectivity mirrors are placed
on each side of a high-precision mechanical spacer. The relative position and
orientation of the mirrors is xed by the relative position and orientation of
the two sides of the spacer. The spacer was designed to limit the mechanical
vibrations of the structure and to facilitate pumping. This lead to the conical
structure with oblong openings described in gure 3. The designed crossing
angle of 23 mrad was chosen to ensure a 5 mm safety distance between the
electron beam and the mirrors' edge. The specications of the spacer are of
the highest quality produced commercially, especially in terms of parallelism
of the two faces of the spacer ( 300 rad). A rst prototype was successfully
tested at Saclay. The nal design is shown on gure 3. Both the prototype
and the nal cavity spacer were manufactured by the MECALIM company
3
.
The mirrors of the cavity are mounted on the spacer in a Class 100 clean room
and were kept protected from dust until the connection to the chicane beam
3




For Pound-Drever phase locking the frequency of the laser is modulated at
928 kHz by applying a sinusoidal voltage of 20 to 40 mV on the laser piezo-
electric actuator which also provides the FAST control of the laser frequency.
For larger detuning a Peltier module commands the Nd:YAG crystal's temper-
ature for a SLOW frequency control. The detuning signal used by the feedback
loop is then proportional to the phase of the laser beam reected by the cav-
ity.
The reected beam is separated from the incident beam using a polarizing
beamsplitter cube (gures 4 and 5). It is then collected by a Spectralon 2"
integrating sphere S
r
and the signal is read by a fast Si photodiode (PDR)
which is mounted on an exit port of the sphere. This ensures a good collection
of the reected beam during coupling optimization. The sphere also acts as an
equivalent optical density of 2 (intensity attenuation by a factor of 100) that
makes the PDR operate in its linear regime.
The feedback electronics builds the detuning signal after a current-voltage
conversion, ltering (Servo), demodulation and amplication of the PDR cur-
rent [11,12]. To ensure loop stability, the three stages of the Servo controller
have been adapted to the narrow bandwidth of the cavity (
cav
= 6:8 kHz).
Both the search for a resonant frequency and the closing of the feedback loop
are automatic. The mode-locking system is thus fully self-governing to react
in a few seconds to an untimely unlock of the cavity or to automatically re-
trieve the build-up power after a photon beam shutdown or a photon beam
polarization reversal (see section 3.3).
3.2 Optimizing the intra-cavity power
The maximum gain of a Fabry-Perot cavity is G
max
= T=(A+D + T )
2
. The







is the transverse fundamental mode coupling ratio
and represents the amount of primary power actually amplied in the funda-
mental mode. We have an unavoidable coupling loss in the two modulation
side bands used for Pound-Drever locking which was measured to be less than
2 % depending on the amount of modulation.
When mode-locked on its fundamental mode, the Fabry-Perot cavity produces
an amplied circular Gaussian beam of waist !
;0
along a path called the op-
tical axis of the cavity. The optical axis passes through the two centers of




as high as possible, the injected primary photon beam must be as
close as possible to the amplied photon beam in shape (same waist size and
location at the middle of the cavity) and orientation (same path along the
optical axis).
3.2.1 Injected photon beam shape coupling
The laser delivers an elliptical Gaussian beam whose dimensions have been
measured by a beam-sampling technique using a dual-slits scan head from
Photon inc.
4
with a 10 m precision. The beam dimensions at 500 mm from
the laser head are !
x
= 680 m and !
y
= 870 m, respectively in the hor-
izontal and vertical plane. A rst anti-reective coated convergent lens L
1
with a focal length of f
1
= 400 mm is used to get a collimated beam of size
!
x
= 605 m by !
y
= 825 m at the quarter-wave plate location. This will
permit the future use of a Pockels Cell in order to reverse the photon beam
polarization faster (up to 100 kHz) than with a quarter-wave plate.
In order for the incident beam to have the same shape as the mode-locked
fundamental mode, the incident beam must have the same waist size !
;0
at the middle of the cavity located 2:905 m from the laser exit. This can





focal lengths and locations of the lenses are determined by Gaussian beam
calculations. These calculations must account for the equivalent focal length
f
4
=  1:087 m of the spherical entrance cavity mirror. The choice of a solution
is guided by the focal lengths commercially available and the space available
between the quarter-wave plate and the rst remote-controlled mirror M
1
.
This leads to the use of a divergent lens L
2
with focal length f
2
=  50 mm
and a convergent lens L
3
with focal length f
3
= 200 mm (gure 5).
The theoretical beam size is shown on gure 6. At the CIP, the experimental
checking is not possible with our scan head because of the very low power
transmitted through the entrance cavity mirror ( 30 W). This is the reason
why the position of the lenses was tuned before the cavity was placed. Without
the entrance cavity mirror, we manage to focuse the beam 11 cm upstream of
the CIP with a measured beam size of !
x
= 205 m by !
y
= 150 m. This is
in good agreement with Gaussian beam calculations (gure 6a). After passing
through the entrance cavity mirror, the beam is theoretically focused at the
CIP with dimensions of !
x
= 210 m and !
y
= 285 m (gure 6b). An un-
avoidable 3 % coupling loss is predicted because of the beam ellipticity. With
the cavity mode-locked, the position of lens L
3
can be ne-tuned by remote
control to maximize the intra-cavity power. A correction of less than 0.5 mm
is usually necessary.
4
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3.2.2 Injected photon beam orientation coupling
When mode-locked on its fundamental mode, the Fabry-Perot cavity gener-
ates an amplied Gaussian beam which is aligned on the optical axis of the





(see gure 4) is used to accurately align the primary photon beam with
respect to the optical axis of the cavity with a measured angular resolution of
10 rad.
Without the cavity between the input and output stands (gure 3), the beam





with the help of two 4 cell photodiodes placed in transmis-
sion of the mirrors. The Fabry-Perot cavity was then inserted and the beam
pipe closed. The incident and reected photon beams are made coincident on
the mirror M
r2
seen by a CCD camera with the help of the periscope. At
this stage, we usually observe high-order transverse modes and a weak funda-
mental mode. With the incident beam mode-locked on this weak fundamental
mode, we nally get the maximum intra-cavity power by slightly adjusting





is maximized. This procedure is fully automated.
We routinely get a coupling ratio 
00
close to the theoretical limit of 95 %.
3.3 Photon beam polarization
3.3.1 Polarization shaping and transport to CIP
A Faraday Isolator with a measured isolation of 36 dB protects the laser from
reected light. The 1/300 linear polarization of the laser beam is rst puried
(up to 1/100 000) by the output polarizer of the isolator. It is then rotated with
a half-wave plate to be perfectly aligned with the direction of transmission of
the laser polarizing beamsplitter (chosen vertical). It is eventually transformed
to circular polarization with a remote controlled quarter-wave plate. The fast
axis of the quarter-wave plate can be carefully oriented to obtain the best
right-handed or left-handed polarization at the CIP.











) propagate the circular polarization
with minimal distortion. With this compensated scheme, we managed to get
a 99.7 % left-handed and a 99.6 % right-handed polarization at the entrance
of the cavity (M
e
exit). This has been obtained for an angle between the lin-







3.3.2 On-line output polarization measurement
The photon beam polarization is measured on-line at the exit of the cavity




. A Harmonic Beam Sampler
(HBS) is used to diract the beam at 10
o
into two rst-order diracted beams,
each one containing 1 % of the incident beam. A CCD camera and a fast Hama-
matsu Si photodiode are placed on the path of these two diracted beams. The
rst one allows to view the amplied beam shape and the second one is used
for decay time measurements (see section 3.4). The central transmitted beam
carries 97.4 % of the incident power and its polarization is preserved within
0.1 %. This polarization P
out

is eventually measured by the combination of a
Wollaston Calcite prism and a quarter-wave plate whose fast axis is accurately
oriented at 45
o




Of Circular Polarization (DOCP) of the photon beam which is measured by




is positive for a left-handed
helicity and negative for a right-handed helicity. Using the Stokes formalism,
one can show that P
out

































we use an InGaAs photodiode placed at an exit port
of a 2" Spectralon integrating sphere (Labsphere Inc.
5
). The photodiodes
have been calibrated by the manufacturer (Micro-Controle company
6
) and a






seen by the photodiodes. We
have calibrated the overall response of the two Sphere + photodiode systems
with a calibrated powermeter from Coherent Inc.
7
Their response is linear













[W ] (Table 1).
The quarter-wave plate is motorized and we can derive the 4 Stokes parameters






for at least three
dierent orientations of the fast axis. This complete characterization of the
slightly elliptical polarization (orientation and DOCP) will be necessary to
obtain the absolute photon beam polarization at the CIP.
3.4 Performance of the Fabry-Perot cavity














) is the injected power at the entrance of the cavity (resp. the power
at the exit of the cavity). The injected power P
i
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[W ]. The output cavity power P
t
is de-





















have been determined for
the two circular polarizations and are given in Table 1.
Although the loss ratio  =
A+D
T
of the mirrors has been measured at the
IN2P3/IPNL/SMA (  0:058), we regularly measure it in case of mirror pol-
lution during the installation of the cavity. We also need to monitor it on-line
to detect a possible damaging of the mirrors (pollution or radiation damage).
Neglecting the power carried by the modulation side bands, one can show that
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are the powers reected by the cavity with the feedback



















are the PDR voltages (corrected
from background signal) measured with closed and opened loop respectively.
Finally, for a High-Finesse cavity (F > 10000), the Finesse is linked to the





is the decay time of the cavity. With the cavity mode-locked on its
fundamental mode, we measure the experimental cavity decay time by shutting
o the diode pumping of the laser (Standby mode) and recording the PDR
or PDT voltage on a fast digital oscilloscope. T
d
is obtained by tting the
convolution of the theoretical exponential of the emptying of the cavity by the
experimental exponential decay of the laser itself (decay time  6 s).
The results are summarized in Table 2. The performance of the system is
similar for the two circular polarizations. An average of 92.5 % of the 229 mW
of injected power is coupled in the fundamental mode of the cavity. The intra-
cavity power is close to 1.6 kW, i.e. 0.85 MW/cm
2
power density at the CIP.
The power density on the cavity mirrors is 125 kW/cm
2
which is below their
predicted damage limit ( 1 MW/cm
2
for a continuous wave). An example
of recording of the intra-cavity power with a 10 A electron beam crossing
(gure 7) shows a 3 % stability over 10 hours.
We are currently working on the absolute calibration of the photon beam
polarization P

at the CIP. The diculty comes from the inherent impossi-
bility to perform a measurement at the CIP because of the power buildup
11
process and from the non-accessibility for on-line optical measurements inside
the central vacuum beam pipe. For the time being, the polarization measure-




is stable at 0.05 % (gure 7).
4 Preliminary analysis of Compton events
This chapter is dedicated to a preliminary analysis of the Compton events
acquired with the complete polarimeter setup. The photon beam settings are
those previously presented (Table 2). The electron beam conditions are those
of the HAPPEX experiment, E=3.355 GeV and I
e
= 40 A, unless otherwise
specied. We nally derive an experimental longitudinal integrated asymmetry
which is the rst step towards an electron beam polarization measurement.
4.1 Background back-scattered rate in the photon detector
Background is measured with the cavity turned o.The Background counting
rate in the photon detector is mainly due to bremsstrahlung radiation emit-
ted by electrons when they interact with residual gas or with matter. The low
pressure vacuum (10
 8
Torr) obtained in the cavity (section 2.1) is the rst
step to minimize the background rate. The second step is to carefully center
and focus the electron beam in the polarimeter chicane and in the upstream
accelerator beam pipe. This tuning is demanding because the electrons must
go through the small apertures (5 mm) located on each side of the mechan-
ical spacer of the cavity (gure 3).
After a necessary training period, we were able to routinely lower the overall
background counting rate in the central crystal of the photon detector be-
low 0:25kHz=A for the 3.355 GeV electron beam of HAPPEX. The lowest
background rate obtained was 0:1kHz=A. An example of a raw background
energy spectrum is shown in gure 8.
4.2 Beam Crossing and raw energy spectrum of back-scattered photons
Once the background counting rate has been lowered to an acceptable value,
the electron beam is moved vertically (section 2.1) until it crosses the photon
beam inside the cavity. Figure 9 displays the counting rate in the central crys-
tal during the scanning procedure. It corresponds to the expected luminosity
12















































is the intra-cavity power,  is the laser wavelength, G





photon beam sizes at the CIP, and 
c
is the crossing angle of the two beams.
The photon beam size dened by the cavity is 
;0
= 123 m at the CIP.
Using equation 3, we found the electron beam size to be 
e
 75 m, which
is consistent with the accelerator specications (
e
 100 m).
The nal magnet settings were determined by the maximum luminosity of
the position scan. The counting rate variations correlated to the cavity laser
power are shown in gure 10, as the locking system was turned on and o.
We observed an excess of 1:5kHz=A in the counting rate when the cavity
is mode-locked. During the HAPPEX experiment, the signal over background
ratio was better than 3, with a maximum of 20.
To construct the Compton energy spectrum, the background has to be sub-
tracted. The ADC spectrum obtained with background events is substracted
from the raw spectrum when the cavity is on. The two spectra are normalized
in the high energy region where no Compton scattering is expected and where
the spectra have the same shape. Figure 8 shows an example of the raw energy
spectrum of back-scattered photons.
4.3 Experimental asymmetry
Using the total rate in the central crystal of the photon detector, one can
construct a pulse-by-pulse asymmetry from the two opposite electron beam
helicity states. The rate is normalized to the beam intensity and the asym-
metry is corrected for the dilution due to the background. Figure 11 shows





. The average result is A
right
=  1:14 0:02 % and
A
left
= 1:18 0:02 %. A statistical accuracy of 1 % is achieved within one
hour. As expected, the experimental asymmetry ips sign with the photon
helicity.
To extract the electron beam polarization, the experimental asymmetry has
to be compared to the theoretical cross-section asymmetry < A
l
> in the cor-
responding energy range. Determination of the beam polarization is sensitive
to :
13
 the energy threshold E
0
above which photons are detected in the calorime-
ter in order to compute < A
l






















 the energy calibration and resolution of the detector,
 false asymmetries due to the helicity-correlated beam parameters, such as
position, angle and shape.
5 Conclusion
We have successfully designed and operated a new kind of Compton polarime-
ter at JLab which uses a High Finesse Fabry-Perot cavity as a high power
photon source. A 300 mW Continuous Wave laser beam is amplied by a fac-
tor of 7300 to provide a 1.6 kW photon beam which crosses the electron beam
at an angle of 23 mrad. It was used for four months during the HAPPEX
experiment [7] with no noticeable degradation of its performance. This is a
remarkable result since the Fabry-Perot cavity mirrors are placed at 5 mm
from the electron beam.
A preliminary analysis of the Compton scattering events aquired during the
rst two months of operation is very encouraging. Signal to noise ratio in the
photon detector is around 10 and analysis of the data leads to an experimental
cross-section asymmetry of jA
exp
j = 1:16 0:2 %. The next step towards the
electron beam polarization measurement is the study of systematic errors,
primarily due to the calibration and resolution of the photon calorimeter, the
false asymmetries due to helicity correlated beam parameters, and the absolute
calibration of the photon beam polarization at the CIP. The analysis is under
way and we expect to monitor the relative variations of the electron beam
polarization with a 2% uncertainty and its absolute determination with a 3%
uncertainty.
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[mW=W ] 0:268  0:002 0:268  0:002
K
e
[mW=W ] 236 3 244  3
K
t
1:162  0:002 1:152  0:002
Table 1
Calibration coecients for the photon beam power measurements.
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Left polarization Right polarization










[mW] 229 3 229  3
Modulation amplitude [mV] 10 10
PDR signal with opened loop [mV] 874 8 878  8
PDR signal with closed loop [mV] 118 8 107  10










0:918  0:012 0:930  0:014
Loss ratio  =
A+D
T
0:149  0:013 0:138  0:013
Cavity decay time T
d
[s] 23:5 0:5 23:5  0:5











[kHz] 6:8 0:14 6:8  0:14
Mirror transmittance T [ppm] 105  2:5 106  4
Mirror total losses A+D [ppm] 16 1 15 1










[mW] 0:646  0:003 142:1  0:4
P
s2












with cavity 0:991  0:005  0:986  0:005
Cavity output power P
t
















[W] 1545  50 1580  50
Estimated intra-cavity power P
cav
[W] 1530  50 1565  50
Table 2




















   




























































































































































Fig. 2. Detailed side view of the TJNAF Hall A Compton Polarimeter. P : ion




















Fig. 3. 3D view of the optics table with the monolithic cavity (beam pipe opened).
22
S2




















































   sphere
Integrating




































Fig. 5. Layout of the optics table in the hall A tunnel (top and side views).
24



































    Point
Circular beam delivered by 
the mode-locked Cavity






























    Point
Fig. 6. Calculated and measured photon beam diameter !

as a function of the
distance along the beam path from the laser head output. The black (resp. gray)
curves correspond to the vertical (resp. horizontal) plane in the cavity. The circles
represent the beam diameter measured with the dual-slits scan head.
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Fig. 7. Intra-cavity power (top) and output photon beam polarization (bottom) over




















Fig. 8. Background substraction : normalized Signal + Background and Background
spectra. The Compton edge is around ADC channel 500 corresponding to an energy
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Fig. 9. Rate in the central crystal of the photon detector as a function of the vertical



















Optical cavity ON (Pcav»1500 W)
Optical cavity OFF
Fig. 10. Correlation between the measured counting rates in the photon detector and
the intra-cavity power.
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Fig. 11. Distribution of the pulse-by-pulse experimental asymmetry obtained for the
two polarization states of the photon beam.
30
